[Analysis of spectral distribution of some commercial light sources for curing composite resins].
Analysis of spectral distribution of four commercial light sources for polymerisation of light cured composite materials is presented. Particular attention is paid to the valve lengths about 400 nm, as a critical area responsible for the possible eye damages.